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A novel design, magnetically focused, x-ray streak camera was designed and tested using sub-20 fs
soft-x-ray pulses generated by high harmonic emission in a gas. The temporal resolution of the
camera was demonstrated to be under 0.9 ps throughout the ultraviolet to soft-x-ray wavelength
region. Our streak camera represents the fastest x-ray detector developed to date. ©1996
















llDuring the past decade, the development of ultraf
x-ray sources based on laser-produced plasmas, high
monic emission, and synchrotrons, has advanced rapidly1–3
It is now possible to generate sub-picosecond pul
throughout the vacuum ultraviolet and x-ray region of t
spectrum, and sub-10 fs pulses have been generated u
high harmonic emission.4 However, progress in the develop
ment of ultrafast sub-picosecond x-ray detectors has b
relatively slower.5,6 Although cross-correlation technique
have demonstrated femtosecond time resolution, such m
surements are very difficult, and are possible only at disc
wavelengths.7 The fastest x-ray streak camera measurem
to date was demonstrated to be 2 ps. This measurement
limited both by the time response of the streak camera its
and by the laser-plasma-based x-ray source.5,6 In this letter
we describe the design and implementation of a novel x-
streak camera, which exhibits sub-picosecond time res
tion. The time response of the streak camera was meas
using ultrashort sub-20 fs high-order harmonics produced
a 25 fs laser.4,8 The resolution of our camera was experime
tally demonstrated to be 0.88 ps.
It is well known9,10 that the temporal resolution of strea
cameras is limited mainly by the transit time dispersion
the photoelectrons as they travel from the photocathode
the deflection plates. It is also limited by the spatial reso
tion, and the deflection speed of the streak plates. For s
picosecond time resolution, space-charge effects may
limit the time resolution, and thus limit the dynamic rang
For our work, we designed and tested a novel streak cam
design to reduce the limitations on temporal resolution
much as possible. The configuration of the new x-ray str
camera is shown schematically in Fig. 1. In our camera
pair of meander-type deflection plates is located befor
magnetic focusing lens. This has several advantages: firs
electron transit time from the anode to the deflection plate
minimized, as is the transit-time dispersion; second, the
time response and high deflection sensitivity~8 cm/kV! of
the meander-type deflection plates provides the possibility
high sweep speeds on the exit phosphor screen; finally,
a!On leave from Xi’an Institute of Optics and Precision Mechanics, P.
China.
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short transit time also reduces space-charge effects.
The electron transit time dispersion from the photocath
ode to the deflection plates in the camera can be evaluat
analytically. In the photocathode to anode region, it is
straightforward to show that the transit time difference be
tween an electron liberated with energyeV0, and an electron





wherem and e are the charge and mass of the electron
respectively,eV0 is the initial energy of an emitted photo-
electron in the axial direction, andE is the extraction field.
For x-ray photocathodes in the 100 eV to 10 KeV re-
gion, the distribution of the initial energies of the emitted





whereW is related to the photocathode material~ W51 eV
for KBr!. The photocathode material also determines the fu
width at half-maximum~FWHM! of the energy distribution
~de!. From Eqs.~1! and~2!, we obtain the transit time distri-
bution of the electrons. The FWHM of this distribution is





where de is in eV, andE is in kV/mm. For our camera,
de51.1 eV ~KBr photocathode!, andE510 kV/mm, result-
ing in a calculated time dispersion of about 276 fs.
R.




























In the nearly field free region between the anode and
entry to the deflection plates, we can again calculate the t
sit time distribution of the electrons. The distribution FWHM







where tad is the transit time for electrons with eV050. For
our streak camera,tad5500 ps, so thatdtad is 25 fs. It is clear
that the time dispersion in the anode-to-deflection plates
gion is much smaller than in the photocathode-to-anode
gion. The above analysis does not take into account the
gular distribution of the photoelectrons emitted from t
photocathode. We have, however, calculated the transit t
dispersion from the photocathode to the deflection pla
assuming the angular distribution is Lambertian. The cal
lated dispersion is 250 fs.
The spatial resolution of the streak tube was simula
by tracing the trajectories of the electrons from the pho
cathode to the phosphor screen. This was done by solving
dynamic equations of motion for the electrons in an elect
magnetic field, using the Runge–Kutta method. The m
netic field distribution was calculated by the finite differen
method, assuming that the shield metal has an infinitely h
magnetic permeability, and is not saturated. The calcula
image width of the slit on the phosphor screen is'60 mm.
In our camera, the photoelectrons are multiplied by
microchannel plate~MCP! detector placed in front of the
output phosphor screen, as shown in Fig. 1. The output ph
phor screen is then fiberoptically coupled to a proximity f
cused second generation image intensifier. The image is
lens coupled to a low light change coupled device~CCD!
camera, which is connected to a frame grabber. The exp
mentally measured width of the slit image on the CCD ca
era is'80 mm. The high voltage on the streak camera ph
tocathode was applied by superimposing a25 kV pulse to a
25 kV dc voltage. Use of a pulsed extraction field preve
electrical breakdown between the photocathode and the
ode. A GaAs photoconductive switch12,13was used to obtain
a fast ramp voltage for driving the deflection plates. Th
switch also exhibits a small relative time jitter of about 5 p
The resulting sweep speed is 23108 m/s, so that the camera
time resolution is limited at 400 fs by the spatial resoluti
and sweep speed. Also taking into account the time disp
sion, the total estimated time resolution is'0.5 ps.
Preliminary tests of our camera were performed us
the third harmonic of a Ti:sapphire laser.14 The 265 nm light
was generated by focusing an 800 nm, 26 fs, 3 mJ laser p
in air. They demonstrate a time resolution of 800 fs at t
wavelength, as shown in Fig. 2. Two uv pulses were used
calibration purposes. From our uv tests, we found that
sweep speed of the camera could not be increased beyo
certain point, because the electron path was then obstru
by the plates. This occurred because the speed of the ele
bunch through the deflection region does not perfectly ma
the speed of the voltage pulse in the deflection plates in
propagation direction.
To test the time resolution of the camera in the x-ray a
xuv region, we used the fastest x-ray pulses available to d











































laser.4 A 2–20 mJ laser pulse was focused into a gas cell
filled with Ar gas. The generated high harmonics were
monochromatized using an x-ray spectrometer. We used
single high harmonic signal centered at'170 Å for the
streak camera calibration. The pulse duration of the high
harmonics is believed to be significantly shorter than the 26
fs laser pulse itself. However, dispersion introduced by the
x-ray spectrometer broadens the x-ray pulse to 300 fs. Using
these high harmonics, we obtained a time resolution of 880
fs in the x-ray region for our streak camera, as shown in Fig.
3. This is, to our knowledge, the first demonstration of a
sub-ps response x-ray streak camera. Our results are som
what longer than the expected 0.6 ps response calculate
from a convolution of the dispersed x-ray pulse duration
~'0.3 ps! and estimated camera resolution~'0.5 ps!. We
believe that the difference is due to the decrease of spatia
resolution in the dynamic or streaked mode. Further work is
in progress to improve our results, by designing better elec
trically matched streak plates.
In conclusion, we have demonstrated a novel design
x-ray streak camera with sub-picosecond time resolution
Sub-20 fs high harmonics were used to calibrate our streak
camera. We believe that the time resolution our camera ca
FIG. 2. Streak camera time resolution measured using 15 fs uv pulses at 26
nm.
FIG. 3. Streak camera time resolution measured using 300 fs soft-x-ray








be improved further by redesigning the deflection plates
achieve higher sweep speeds. Our work demonstrates
sub-picosecond time resolution experiments can now be p
formed using currently available synchrotron or laser
plasma sources.
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